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Section 3 Enter Percentage Value
1.	 Return to the main run screen (Figure 4) and press the 

"Menu" button.

2.	 Using the "down" button on the 4-way keypad, select 
"Calibrate" (Figure 7). Press the "Enter/Return" button at 
the center of the 4-way keypad.

3.	 Select "Span Test" from the Calibrate Menu (Figure 8) 
and press the "Enter/Return" button.

4.	 Press the "Enter Data" button (Figure 9). 

Figure 8. Select "Span Test" from calibrate menu.

Figure 9. Span Test menu.

Figure 7. Select "Calibrate" from the main menu.
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5.	 Select "Span Adjustment" from the Span Parameters menu (Figure 10).

6.	 Use the arrow buttons on the 4-way keypad to navigate the calculator graphic (Figure 11).  
Enter your calculated Span Adjustment Percentage.

7.	 Press the "OK" button to enter the span adjustment.

Figure 11. Entering the span adjustment..Figure 10. Select "Span Adjustment" from the span 
parameters menu.


